Determining the particle size distribution of atmospheric aerosol particles is an important component to understand nucleation, formation and growth. This is particularly crucial at the sub 3 nm range because of the growth of newly-formed 15 nanoparticles. The challenge in recovering the size distribution is due its complexity and the fact that not many instruments currently measure at this size range. In this study, we used the particle size magnifier (PSM) to measure atmospheric aerosols.
However, the study by Cai et al. (2018) was mainly based on theoretical simulations and well-controlled laboratory experiments. For real atmospheric measurements, the larger measurement uncertainties compared to laboratory experiments may pose a challenge for each of these inversion methods. As indicated in Cai et al. (2018) , the random uncertainty of the 70 inverted size distribution is significant even under a relative uncertainty of 10% in the raw data. Furthermore, different from lab experiments in which the detection efficiency for each particle size is known, the PSM detection efficiency of atmospheric aerosols are not determined due to their unknown chemical compositions. This unknown detection efficiency may also cause non-negligible biases (Kangasluoma and Kontkanen, 2017) to the inverted PSM data. As a result, the feasibility and performance of these inversion methods need further verification and testing using the atmospheric measured data. 75
In this study, we present the four methods to invert measured, atmospheric PSM data obtained in Beijing, China. We discuss the following protocol to obtain the particle size distribution: 1) the usability of individual scans; 2) the comparison of typical, inverted individual scans using the four inversion methods; 3) the characteristics of each inversion method when applied to atmospheric data; and 4) a simple method to determine, as a first approximate, the reliability of the inversion. Finally based 80 on the analysis of the performance of the inversion methods, we provide recommendations on how to invert atmospheric data measured with the PSM.
Materials and Methods

85
Site Description
The study site is located on the fifth floor at the Aerosol and Haze Laboratory of the Beijing University of Chemical Technology, located at the Haidan District in Beijing, China (39° 56' 31'' N, 116° 17' 49 '' E, and 58 m above sea level). The laboratory is near the 3 rd ring road of Beijing and gives a good representation of an urban environment that is surrounded by 90 traffic roads, highways, residential and commercial buildings. The combination of these different zones brings together pollution from local (e.g. traffic emissions, cooking) and neighbouring sources.
This study was conducted between 15 Jan. and 31 Mar. 2018 (n = 76 days) and was representative of a Beijing winter. Beijing winters are generally cold and dry, with an average temperature of 0°C. The average monthly temperature highs are 2°C, 5°C 95 and 12°C, and monthly lows are -9°C, -6°C and 0°C in January, February and March, respectively. During these three months, the average humidity and rainfall was ~44% and 5.33 mm, respectively.
Classification of event types
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Three event types were identified for the study: new particle formation (NPF), haze and non-event (i.e. neither haze nor NPF events). An NPF event is classified according to the method introduced by Dal Maso et al. (2005) , such that the growth of particles increase in size across different modes over several hours. Haze events were identified as days when the relative humidity was lower than 80% and the visibility range was less than 10 km -for a duration of 12 continuous hours. During the study period, we observed in total, 29 NPF, 36 haze and 11 non-events. NPF events were typically isolated as daily events that 105 occurred after sunrise and continued to the early afternoon. Meanwhile, haze events occurred randomly throughout the day and could last for several days. These three event types did not commonly overlap one another during the study period.
Aerosol particle measurements
Aerosol particle number concentration, expressed in #/cm 3 , was measured using a butanol-based condensation particle counter 110 (CPC; model A20, Airmodus Ltd., Finland). The CPC can measure maximally particle concentration upwards to 10 5 #/cm 3 .
The CPC is connected directly to the Particle Size Magnifier (PSM; model A10, Airmodus Ltd., Finland). The PSM is a preconditioner for the CPC that uses diethylene glycol as the working fluid to activate and grow nano-sized particles (~1-3 nm) so that can they be detected with the CPC (Vanhanen et al., 2011) . A 1.3 m long horizontal inlet from where the aerosol particles entered was fixed at the end of the PSM inlet and a core sampler was fitted to reduce sampling line losses (Fu et al., 115 2019; Kangasluoma et al., 2016) . Losses due to particle diffusion, penetration and core sampling were accounted for after the data inversion. To maintain brevity, the term PSM will be used henceforth to refer to the PSM or the combination of CPC and PSM.
The PSM measures the total particle concentration by mixing sample aerosol flow with heated saturated flow containing 120 diethylene glycol. By varying the saturator flow rate, the mixing ratio of the sample flow and saturated flow changes, thus particle cut-off size can be changed. In other words, particles of specific diameters assuming constant composition will be activated and grow to larger sizes based on the mixing ratio. In practice, the PSM can operate by scanning (i.e., incrementing followed by decrementing continuously) the saturator flow from 0.1-1.3 liters per minute (lpm) to vary the particle cut-off size. The detection efficiency of the PSM as a function of the saturator flow rate is close to a sigmoid function, for which 125 inversion methods taking into account the instrument function is needed. In this study, we adjusted the duration of each scan to be 240 seconds, recording data at one-second intervals.
Data pre-and post-treatment
130
During the process of converting the measured data into a particle size distribution, the data was checked and treated prior to inversion (pre-treatment) and following inversion (post-treatment). The programming language used for all data handling and https://doi.org/10.5194/amt-2019-465 Preprint. Discussion started: 20 January 2020 c Author(s) 2020. CC BY 4.0 License.
data analyses was MATLAB ver. R2019a (The Mathworks, Inc.). Because of fluctuations in the air masses, the measured concentration as a function of the supersaturation is not always monotonically increasing, making the inversion procedure mathematically unsound. Further, during periods when no sub-3 nm particles are present, theoretically the measured 135 concentration should be constant as a function of the supersaturation. Therefore, it is sensible to discard any scans not showing a positive correlation between the supersaturation and measured concentration to avoid inversion of any artificial counts from scans when there is clearly no sub-3 nm particles present -or if their presence is dubious.
The pre-treatment included a data quality check and noise removal procedure. As there is a general, near-linear relationship 140 between the saturator flow rate and measured concentration, the quality check employed a statistical hypothesis test (Spearman's rank correlation coefficient) for each scan that retained scans considered significant and positive, while discarding scans considered contrary to retained scans. A statistical significance was set at p < 0.05 (as opposed to p < 0.01) to consider subtle changes, which could be a real atmospheric influence. Following the significance test, a locally weighted scatterplot smoothing filter (LOWESS) was used over a span of six seconds for each single scan. The purpose of the smoothing was to 145 minimize fluctuations or noise -for example, due to sudden changes in air mass. We explored the performance of the pretreatment quality scan, especially pertaining to what scans were retained and discarded. In addition, we applied each inversion method to these retained and discarded scans to further understand the inversion process. A smoothing average over two scans (i.e. eight minutes in this study) was applied after the inversion. This reduced the random uncertainty in the inverted data and facilitates, for example, the calculation of particle growth and formations rates. The smoothing is done after rather than before 150 the inversion because the measured concentration is autocorrelated, whereas the inverted size distribution is simply a function of particle diameter and, therefore, can be averaged for the same size bin.
Data inversion 155
In this study, four inversion methods were tested using the data obtained in atmospheric measurements: the step-wise method (Lehtipalo et al., 2014) , kernel function method (Lehtipalo et al., 2014) , Hagen and Alofs method (H&A; Hagen and Alofs (1983) ) and the expectation and maximization algorithm (EM; Dempster et al. (1977) ; Maher and Laird (1985) ).
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The particle number concentration measured with the PSM uses the Fredholm integral equation of the first kind to determine the particle size distribution:
where Ri the particle number concentration when at the saturator flow rate is at si; η is the detection efficiency calculated from 165 s and dp; dp is the particle size; n(ddp) is the particle size distribution function (units: particles/cm 3 ); and εi are the errors in the measurement at si. For atmospheric measurements, the relatively large εi poses a challenge to data inversion.
The step-wise method is currently the proprietary inversion method for use with the PSM. When calculating particle size distributions using the step-wise method, the size resolution of the PSM is assumed to be infinite (i.e., the kernel function is 170 approximated with a Dirac delta function whose area is equal to the real kernel but height is infinite). Based on this assumption, it can be demonstrated that there is a one-to-one relationship between the saturator flow rate and the activated particle diameter, hence the particle number concentration in the specific size range can be obtained by calculating the measured particle number concentration increment (after correcting the detection efficiency) in its corresponding saturator flow rate range. The expression for the stepwise method in practical use is: 175
where nm is the particle size distribution (dN/ddm) at diameter dm; dm is the median diameter of di and di+1; di and di+1 are the corresponding diameter of saturator flow rates si and si+1, respectively, and this one-to-one relationship is obtained based on the infinite-resolution assumption; Ri and Ri+1 are the raw concentration recorded by the PSM and dilution has been corrected; 180 smax is the maximum saturator flow rate; and ƞ is PSM detection efficiency at the given saturator flow rate and particle diameter.
The inverted dN/ddm was later converted into dN/dlogdm.
The kernel function and H&A methods both account for the kernel functions of the PSM. At each saturator flow rate, the measured total particle number concentration (or its derivative with respect to the saturator flow rate) is equal to the sum of 185 particle number concentrations in each size bin multiplied by their detection efficiencies (or correspondingly kernel functions).
The particle number concentrations in each size bin are obtained by solving the non-homogeneous, linear equations that relate saturator flow rates and particle number concentrations. The difference between the kernel function and the H&A methods is the number of assumed particle size bins. The kernel function method uses a size bin number (typically four to six) much less than the number of saturator flow rates, while the H&A method uses a size bin number (theoretically infinite) much more than 190 the number saturator flow rates and then reduces the size bin number to the saturator flow rate number using predetermined interpolation functions. Note that the H&A method itself does not specify that either the detection efficiencies or the kernel functions should be used for data inversion. In this study, detection efficiencies are used in the H&A method to avoid any uncertainties introduced when estimating the derivate of particle number concentration with respect to saturator flow rate; and to keep in accordance with Cai et al. (2018). 195 https://doi.org/10.5194/amt-2019-465 Preprint. Discussion started: 20 January 2020 c Author(s) 2020. CC BY 4.0 License.
The EM algorithm is an iterative algorithm based on the theories of probability, which is used in the inversion of diffusion batteries (Maher and Laird, 1985; Wu et al., 1989 ) and machine learning (e.g., Erman et al., 2006) . The expressions for the EM algorithm are:
where I is the total number of saturator bins and the i th saturator flow rate is si; J is the total number of particle size bins and the j th particle size is dj; ∆dj is the width of the j th size bin; nj is the particle size distribution at dj (dN/ddj); ƞ is the PSM detection efficiency for the given si and dj; Ri,j is the contribution of the j th size bin to the total raw counts (Ri) measured at si and it is a latent variable that cannot be directed measured. Similar to the H&A method, J should theoretically be infinite to avoid integral 205 error caused by limited number of size bins and it is practically determined as 50 in this study. For additional details on the four inversion methods, refer to previous studies (Cai et al., 2018; Hagen and Alofs, 1983; Lehtipalo et al., 2014; Maher and Laird, 1985) .
Data Analysis 210
With the study duration amounting to 76 days, we selected a total of 12 days for in-depth analysis: four days with an NPF event, four haze days and four non-event days. For the convenience of comparison, the aerosol size distributions from all the inversion methods are reported in six size channels. Six size channels were chosen because the six kernel function peaks do not significantly overlap with each other (see SI, Fig. S1 ). The 6-channel distribution consisted of the following size range 215 (nm): 1.2, 1.3, 1.5, 1.7, 2.0, 2.5 and 2.8 and the shape of the kernel was approximated with the Gaussian distribution. An 11channel distribution was also estimated and was shown to be very similar to the 6-channel inversion (see SI, Fig. S1 ); nonetheless, the 6-channel distribution was used in this study as it is a commonly used size bin range. For the step-wise method, the total particle concentrations measured at 7 saturator flow rates were inverted into aerosol size distributions at 6 particle sizes using Eq. (2). For the kernel function method, the measured particle concentration as a function of saturator flow rate 220 was inverted to 6 aerosol size distributions using the least square method. For the H&A method and the EM algorithm, the size distribution was firstly inverted into 50 size channels and then reduced to 6 by merging adjacent channels. Assuming that there is no error or uncertainty in the kernel functions and particle aerosol number concentration recorded by the PSM, the inversion https://doi.org/10.5194/amt-2019-465 Preprint. Discussion started: 20 January 2020 c Author(s) 2020. CC BY 4.0 License. methods should be able to distinguish more particle size channels even if their kernel function peaks may overlap with one another or if size resolution is limited. However, considering the atmospheric instability and its particle composition is 225 unknown, we report the size distributions in six channels in this study.
The general challenge in the current sub-3 nm atmospheric size distribution measurements is that there is no real reliable reference to compare size distributions. In some recent unpublished experiments, there has been a concurrent SMPS-based measurement with the PSM; however, it only gives another independent estimate for the size distribution. Therefore, as a basis 230 of comparison between each inversion method, we compared the integrated total concentration from the inverted distribution to the estimated raw concentration between 1.2 and 2.8 nm, R1.2-2.8. This is calculated as the difference between the total particle concentrations measured at the lowest and highest saturator flow rate (i.e., 0.1 lpm and 1.3 lpm). From this comparison, R1.2-2.8 should be approximately equal to the inverted concentration. While the comparison is not expected to yield exact quantitative agreement, it gives an idea of whether the inverted concentration is reasonable, especially during periods when little or no sub-235 3 nm particles are present. Moreover, this comparison can ensure that the data is internally consistent.
The general workflow to obtain the particle size distribution using the PSM was as follows:
1) Pre-treat the data to remove scans with no statistical significance 240 2) Select a smoothing method to remove random noise in the measurements 3) Invert the measurement data 4) Correct data for losses 5) Apply a post-inversion smoothing 6) Compare the inversion to R1.2-2.8 to check reliability of the inversion 245
In the following sections, we will first discuss the data pre-treatment, especially the criterion to retain and discard scans.
Following that, an overview of the four inversion methods applied on three event types will be shown. These results will be inter-compared based on the sum of the inverted aerosol concentration and the aerosol size distributions in each size bin.
Results 250
Data retention rate and pre-inversion treatment
Table 1 presents the p-value statistical significance test to specific event days, with the total number of daily scans (from 00:00 to 23:59) and the number of retained and discarded scans. The test showed that both non-event and NPF events had a retention rate over 90%, while haze events revealed an 80% retention rate. Of the three specific non-event days chosen, two had a high 255 retention rate, while one had as many discarded scans as a haze event. A typical example of a measured, four-minute scan can https://doi.org/10.5194/amt-2019-465 Preprint. Discussion started: 20 January 2020 c Author(s) 2020. CC BY 4.0 License. be seen in Fig. 1. Retained scans (Fig. 1a and b ) revealed a good correlation between the saturator flow rate and the measured particle concentration. In addition, the Spearman's rank correlation coefficient (ρ) of each retained scan was also significant.
This contrasted discarded scans ( Fig. 1c and d) , which showed insignificant ρ with no correlation between the saturator flow rate and particle concentration. 260
Clearly, high retention rates indicate presence of sub-3 nm particles, while lower retention rates, such as during haze days, indicate that less sub-3 nm particles are present. As the aim is to invert high quality scans, only the scans with no significant correlation or negative correlation between the measured concentration and the saturator flow rate are discarded and, hence, the retention rate is around 80% even during haze days. However, the presence of sub-3 nm particles even in the presence of 265 a high condensation sink also contribute to this high ratio of 80%, as discussed further in this study. Fig. 1c and 1d also present a typical challenge where the time resolution of the instrument (4 min. in this case) is larger than the time scale of the variations in the measured aerosol. High variations in the number concentration during one scan makes it oftentimes difficult to reliably invert data from a cumulative instrument, and indeed, the presented retention criteria may discard a large proportion of the scans that are mathematically difficult to invert. 270
Scan inversion
Individual, four-minute scans of both retained and discarded scans were inverted using the four inversion methods to assess the quality of the inversion and of the scan itself (Fig. 1) . A measurable difference between retained and discarded inverted scans was observed. The inverted, discarded scans revealed little to no particle size concentration for each method, while 275 inverted, retained scans revealed a quantifiable size distribution. From these inversions, one can make few observations. For example, all inversion methods give a rather similar-looking inverted size distribution for the retained scans, which suggests that all methods result in a reasonable inversion if the obtained raw data is good. This is in line the previous laboratory measurements by Cai et al. (2018) . The exception is with the step-wise method, which is sensitive to the slight air mass fluctuations that may lead to negative inverted or erroneous concentrations in some size bins. In the selected examples of the 280 discarded scans ( Fig. 1c and 1d) , the kernel and step-wise methods' inverted concentrations yielded a particle size distribution despite the scan suggesting to not have any signals from sub-3 nm particles. As indicated above, the observed concentration fluctuations may have originated from air mass fluctuations. This means that with the measurement uncertainties, the use of the step-wise and kernel methods without prior data checking may lead to the inversion of artificial particle concentrations that are only revealed during the inversion. On the other hand, the H&A and EM methods appear to be much more robust against 285 noisy data; these methods inverted very little to no concentrations at all from the discarded scans. The significant differences in the behaviour of these inversion methods revealed measurement uncertainties that agree with the findings based on the Monte Carlo simulation in Cai et al. (2018) .
Comparison of inversions to R1.2-2.8 and total concentration 290
The inverted dataset was compared with R1.2-2.8 of the same size range to estimate how well the inverted data is represented (Fig. 2) . The variable R1.2-2.8 is calculated as the particle concentration difference between saturator flow rate at 1.3 lpm and 0.1 lpm. The sub-3 nm particle concentration estimate based on R1.2-2.8 was more reliable the larger the sub-3 nm particle concentration was relative to the background particle concentration. If the ratio is low, the sub-3 nm particle concentration signal might not be distinguishable from the fluctuations of the background concentration. Further, since there are no 295 corrections in the R1.2-2.8 concentration estimate (e.g., losses), it might underestimate the real sub-3 nm particle concentration.
During NPF events the step-wise inversion method reported the highest concentrations, about a factor of two larger than the kernel method, which showed the lowest concentrations. The H&A and EM methods reported concentrations were between the step-wise and the kernel method and closely resembled the concentration obtained from R1.2-2.8. During non-NPF and haze periods, such that when R1.2-2.8 was very noisy, the kernel method revealed clearly the highest concentrations, which are likely 300 due to overestimation. This was already observed in Fig. 1 , where the kernel method-inverted concentrations were clearly inversion artefacts from scans that were discarded based on the insignificant correlation between the saturator flow rate and the measured particle concentration. The step-wise, EM and H&A methods showed rather similar concentrations, which were quite close to the values obtained from R1. 2-2.8 estimates. An interesting observation was during NPF events, where the H&A and EM methods before and after the NPF revealed none to very little concentration, which is contrary to what the kernel and 305 step-wise methods and R1.2-2.8 estimates reported. This also could be observed during haze and non-event periods, but the differences are more subtle compared with the other inversion methods and R1.2-2.8.
To get further insight into the overall performance of the inversions when the sub-3 nm particle concentration is low, histogram plots were made of the integrated concentration from the whole size range that is normalized with the total concentration measured at the cut-off of 2.8 nm (0.1 lpm) (Fig. 3) . Some observations can be made: the step-wise method is 310 not sensitive to the concentrations because it is direct subtraction of concentrations; thus this may yield negative concentrations.
The H&A and EM methods report high frequency at ~0, but also elevated frequencies below ratios less than 0.015 (or in absolute scale, less than about 200 cm -3 ). This is in line with Cai et al. (2018) , which show that the H&A and EM methods tend to report a near-zero size distribution when the sub-3 nm particle concentration is noisy and low compared to the background aerosol concentration. There were some negative concentrations reported by the H&A and EM methods because 315 we did not force the concentration to be non-negative (only for this comparison), thus R1.2-2.8 showed negative values. In contrast, the kernel method never revealed ratios smaller than 0.015, which can be explained according to Figs 1c and 1deven when inverting data that clearly does not contain a signal from sub-3 nm particles, the kernel method nevertheless inverted some artificial particle concentrations. These artificial inverted concentrations originate from the random noise in the data that the inversion methods interpret as real signal. 320
Overview of inversion for different types of events
New Particle Formation events
All NPF events in the study showed a typical increase of particle concentration with the highest concentrations observed around noon and minimally during the night (Fig. 4) . All the methods revealed that the largest concentrations were observed in the 325 smallest size bin. The EM, H&A and kernel methods revealed high concentrations in the largest size bin. Both EM and H&A methods showed very similar concentrations to one another. In contrast to the EM and H&A methods, the kernel and stepwise methods revealed a larger total concentration outside of the NPF event and the concentration intensity revealed no identifiable pattern. As discussed above, the difference is mainly caused by the behaviour of these inversion methods at a low signal-to-noise ratio. 330
Non-events
During non-event days, there were no indication of NPF events (Fig. 4) . The distribution of the EM and H&A methods looked similar to each other in comparison with the kernel and step-wise methods. In addition, the H&A and EM methods revealed no large particle sizes between 00:00-06:00 and 12:00-18:00, which largely contrasted the kernel and step-wise inversion 335 methods. The step-wise method revealed scattered gaps with no particle concentration throughout the day. This may be due to the limitation of the step-wise inversion algorithm. Since the algorithm is calculated as the difference between two adjoining size bins, if the difference is revealed as negative, the inversion itself would then have a gap in the size distribution. These gaps are more evident during noisier periods, such as during haze and non-event types. In contrast, the size distribution are latently smoothed in the H&A and EM methods. 340
Interestingly, all four inversion methods reported that there were constantly existing sub-1.7 nm particles with a clear diurnal variation. This indicates that nucleation and initial growth of new particles occurred during the non-event period but were scavenged by the background particles before growing into larger sizes. This is in agreement with the coagulation-controlled particle growth mechanism after the formation of a (H2SO4)1(amine)1 cluster in urban Beijing (Cai et al., 2019) , yet the source 345 and compositions needs to be further investigated.
Haze events
Similar to non-event days, the kernel and step-wise methods revealed particle concentrations in all size ranges throughout the day, while the H&A and EM methods showed concentrations predominantly in the lower size range. This led to the latter two 350 methods being more qualitatively discernible compared with the kernel and step-wise methods. As with the other events, the EM method had large concentrations of particles at the highest size bin.
Comparison of inversion size bins 355
To compare the single size bins of each inversion method, four size bins were selected: 1.2-1.3 nm, 1.5-1.7 nm, 1.7-2.0 nm and 2.0-2.5 nm (Fig. 5) . Three days were chosen to represent NPF, non-event and haze days (see also Figs. 2 and 4) . On the NPF event, all the four inversion methods captured the diurnal trend of particle size distribution initiated by NPF. Considering measurement uncertainties, the inverted size distribution from different inversion methods generally agreed well with each other, although the kernel method reported much lower overall size distribution. As seen from Fig. 2 , the kernel method 360 inversion clearly underestimated the NPF event particle size distribution and is also revealed in Fig. 5 in all but the largest size bin. Meanwhile, the step-wise method reported higher aerosol size distributions compared with the H&A and EM methods.
Although the 1.2-1.3 nm channel was very similar, the difference in measured concentration was attributed to other sizesparticularly between the sizes 1.5-2.0 nm. The largest size bin (2.0-2.5 nm) revealed an interesting observation, such that both EM and H&A had lower concentrations compared with the step-wise and kernel methods. The latter two methods on 30 Jan 365 showed a small peak at 07:00, which would be the approximate time that the NPF event begins (as seen in Fig. 2 ). It should be clarified that the true kernel functions are not determined due to the unknown aerosol chemical compositions. Hence, the differences between the inversion results may sometimes reflect the uncertainty of the measurement itself rather than simply quantify the difference of inversion methods.
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On non-event and haze periods, newly formed clusters and particles are scavenged in a short period of time under the high coagulation sink in urban Beijing and their concentrations are presumably low (Cai et al., 2019) . The EM method reported near-zero concentrations above 1.7 nm because it tends to report near-zero values when the particle concentration is low and noisy, as discussed in section 3.3. In contrast, the step-wise and kernel methods reported constantly existing concentration for particles larger than 1.7 nm. The similar phenomenon was also observed during the midnight of the NPF event. The 375 methodology biases, e.g., the infinite-resolution assumption of the step-wise method and the instability of the least square method used in the kernel and H&A methods are the major causes of the background. Although the methods each revealed inversion challenges with measured atmospheric data, it is important to note that in chamber studies (e.g., Cai et al. (2018)), the inversion methods were rather robust.
4 Summary and recommendations
In this study, we assessed the performance of four inversion methods: the step-wise, kernel, H&A and EM methods to invert PSM data measuring in real, atmospheric conditions. In addition, the study presented a novel method to pre-treat the data prior to inversion. The presented data employed a pre-treatment filter that scans the measured data to calculate the correlation between the observed particle concentration and supersaturation of a single scan. From the correlation analysis, scans are 385 discarded when there is a significant non-correlation or negative correlation. The performance of the inversion methods were assessed by inverting single scans. All the methods were found to perform relatively well for scans that were measured during new particle formation events, while the inverted size distributions were overestimated with the kernel method when the data is noisy (i.e., during non-event and haze periods), and negative values can be obtained with the step-wise method when https://doi.org/10.5194/amt-2019-465 Preprint. Discussion started: 20 January 2020 c Author(s) 2020. CC BY 4.0 License.
inverting noisy data. The EM and H&A methods were more robust when inverting noisy data, which in these cases, reported 390 zeros. Since the variations in the background particle concentrations affected the performance of the inversion methods, one should be cautious when using any of these methods to appropriate a size distribution when the total measured concentration is less than ~500/cm 3 and a signal-to-noise ratio of ~0.02.
Based on the analysis presented in this study, we can make the following recommendations related to the PSM inversion 395 procedure:
1) Data pre-treatment is an important part of the inversion to obtain reliable data. Scans that contain a clearly unphysical correlation between the measured concentration and supersaturation should be discarded.
2) As a first approximation, the PSM user should compare the inverted total sub-3 nm particle concentration to the sub-400 3 nm concentration obtained from the raw data by subtracting the concentration measured at lowest supersaturation from the concentration measured with highest supersaturation.
3) The kernel method should not be used to invert PSM data during a non-NPF event and used cautiously during NPF events. This is because inversions may be over-or under-estimated and at worst, artificial counts can be created by the inversion itself. 405 4) The measured size distributions of ambient aerosols should be reported using a limited number of size bins (e.g., 4to 6-channels) because the assumed inversion kernels may deviate from the true kernels.
5)
The performance of the PSM should be checked regularly and the detection efficiency (that determines the inversion kernel) should be calibrated sporadically because the kernel information is used in the EM, H&A and kernel inversions. 410 6) To improve data reliability, comparability and availability, the used inversion method and the measured size distribution functions (dNdlogDp vs Dp) should be reported together with any other subsequent analysis from the PSM data.
7) The recommended method to retrieve the particle size distribution of PSM data is the EM method. However, it is strongly advised to invert the data with another robust method, e.g., the step-wise method and to compare the results. 415 https://doi.org/10.5194/amt-2019-465 Preprint. Discussion started: 20 January 2020 c Author(s) 2020. CC BY 4.0 License. Fig. 1. Four individual, four-minute retained (a, b) and discarded (c, d) https://doi.org/10.5194/amt-2019-465 Preprint. Discussion started: 20 January 2020 c Author(s) 2020. CC BY 4.0 License.
